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The design and performance of a sensitive and reliable cross-correlation spectrum analyzer for studying low
frequency transport noise is described in detail. The design makes use of common PC-based data acquisition
hardware and preamplifiers to acquire time-based data, along with software we have developed to compute the
cross-correlation and noise spectral density. The impedance of device under test may cover four decades from
100 Ω to 1 MΩ. By utilizing a custom developed signal processing program, this system is tested to be accurate
and efficient for measuring voltage noise as low as ∼10−19 V2rms/Hz from 0.001 Hz to 100 kHz within one day’s
averaging time, comparable with more expensive hardware solutions (bandwidth in real measurements may be
limited by the sample impedance and stray capacitance). The time dependence of measurement sensitivity is
discussed theoretically and characterized experimentally to optimize between measuring time and accuracy. A
routine for noise component analysis is introduced, and is applied for characterizing the noise spectra of metal
and carbon film resistors, revealing an almost strict 1/frequency dependence that may reflect an ensemble of
random resistivity fluctuation processes with uniformly distributed activation energies. These results verify
the general applicability of this analyzer for low level noise researches.
I. INTRODUCTION
Noise spectral analysis is proven to be a useful method
to study the carrier transport characteristics in various
materials. In most noise spectra taken with a sam-
ple under bias, the low-frequency behavior is dominated
by a power spectral density with a 1/frequency depen-
dence, known as “1/f” or “flicker” noise. The 1/f
noise contribution, readily revealed by a constant cur-
rent through the device, provides important information
on device resistivity fluctuations1 and is extremely use-
ful when studying the transport mechanisms in semicon-
ductors materials,2,3 magnetic tunneling junctions,4,5,
p-n junctions,6,7, percolation networks,8,9 and other
areas.10–12
In order to minimize the background noise introduced
by the analyzer components, such as the preamplifiers,
cross-correlation methods are routinely applied for noise
measurements.13,14 In this method, the noise voltage sig-
nal is simultaneously acquired in two channels from two
independent pairs of electrical contacts to the device.
By calculating the cross-correlation spectrum of the two
time-domain signals, the uncorrelated components will
be eliminated and remaining contributions will be only
the common-mode signal from the device itself. For con-
ciseness, it is abbreviated as cross-spectrum throughout
this article, and it is usually calculated by the following
routine.13,15
This article is organized as follows: the mathemati-
cal background of the cross-spectrum approach for noise
analysis is introduced in section II. Time-sensitivity
of the measurements are explained in section III. The
schematic of the system hardware and software are de-
scribed along with system specifications and measure-
ment limitations in section IV and V. Noise-component
analysis is explained in section VI, and finally in Sections
VII and VIII we present the measurement method and
analysis of two types of noise: thermal and 1/f noise..
II. MATHEMATICAL BACKGROUND
Consider two continuous time domain signals x(t) and
y(t). We can define their cross correlation function as:
Rxy(t) =
(
x ? y
)
(t) ≡ lim
T→∞
T/2∫
−T/2
x(τ)y∗(τ − t)dτ
where ∗ denotes complex conjugation. According to the
Wiener-Khinchin theorem, the power spectral density
(PSD), Sxy(ω), is the Fourier transform (F) of the cross
correlation function:1
Sxy(ω) = F [Rxy(t)]
The cross-correlation theorem states that F [f ? g] =(F (f))∗F (g), which gives
Sxy(ω) = F [(x ? y) (t)] =
(F [x(t)])∗F [y(t)]
If x(t) and y(t) have Fourier transforms x˜(ω) and y˜(ω),
Sxy(ω) = F [x(t)]∗ F [y(t)] = x˜∗(ω)y˜(ω)
In the case of single-sided spectra (i.e., positive frequen-
cies only), one must double the Fourier transform of both
x(t) and y(t), giving:
Sxy(ω) = 4x˜
∗(ω)y˜(ω) (1)
In short, this means that two simultaneous voltage ver-
sus time measurements x(t) and y(t), combined with sub-
sequent signal processing to determine x˜∗(ω) and y˜(ω),
are sufficient to determine the noise power spectral den-
sity as a function of frequency. The above definitions
are strictly valid only for square integrable signals; in
the more general case of, e.g., wide-sense stationary pro-
cesses, the Fourier transforms of x(t) and y(t) do not nec-
essarily exist. In this case the cross correlation function
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2can be formulated in terms of the expected value function
rather than an indefinite integral, but the same essential
conclusions hold. Similarly, the primary result is readily
generalized to the case of discrete rather than continuous
signals. In this article, we describe a combined hardware
and software solution for computing the noise spectral
density as a function of frequency from simultaneously
acquired voltage versus time measurements.
III. TIME-DEPENDENT SENSITIVITY
In order to properly determine the noise spectral den-
sity of a device under test (DUT), we should first consider
the measurement problem in more detail. In general, a
sampled time domain signal can be expanded as a dis-
crete Fourier series:
v(t) =
N
2∑
k=−N2
V (ωk) (2)
where ωk = 2kpifs/N , fs is the sampling frequency, and
N is the number of samples. Essentially, the voltage sig-
nals can be seen as the superposition of a series of sinu-
soidal waves of frequencies ωk. The frequency component
for each channel, V (ωk), can be decomposed in to sepa-
rate contributions from intrinsic noise of the DUT, and
the external noise including the environmental sources,
such as 60 Hz multipliers from power lines and instrumen-
tal noise introduced by the hardware of the two channels
during signal transmission and amplification:
VCh1(ωk) =
1
2
(δεke
i(ωkt+ϕk) + δε1,ke
i(ωkt+ϕ1,k))
VCh2(ωk) =
1
2
(δεke
i(ωkt+ϕk) + δε2,ke
i(ωkt+ϕ2,k))
(3)
where the δεk is the amplitude of the device noise and
δε1,k, δε2,k represent the external noise in channel 1 and
channel 2 at frequency ωk. Here ϕk, ϕ1,k and ϕ2,k
represent the phases of the noise components, respec-
tively. Considering positive frequencies only, V (ωk) is
essentially equal to the half-sided Fourier transform of
the noise signal divided by the number of samples. The
cross-spectrum (S) is calculated from the real part of the
product of VCh1 and the complex conjugate of VCh2
13, as
shown in Eqn. 1:
S(ωk) = 4<(VCh1VCh2∗)
= δε2k + δεkδε1,k cos(ϕk − ϕ1,k) + ...
...+ δεkδε2,k cos(ϕk − ϕ2,k) + ...
...+ δε1,kδε2,k cos(ϕ1,k − ϕ2,k)
(4)
The spectral density S is then further divided by 2 to
obtain the root mean square power spectral density. One
must note that S(ωk) is equal to the device’s spectral
density δε2k only when the phase differences ϕk − ϕ1,k,
ϕk − ϕ2,k, and ϕ1,k − ϕ2,k are ±kpi/2, i.e., the contri-
butions are mutually orthogonal. This can strictly only
be achieved by measuring the cross-spectrum for an infi-
nite duration of time. Practically speaking, only a spec-
trum of limited bandwidth over a limited measurement
time can be determined, and therefore the expected spec-
trum is estimated by the averaging of N independently
acquired spectra (SN ). Knowing the spectral frequency
resolution (fr) is the reciprocal of sampling time, the to-
tal averaging time is then related to the number of av-
erages and spectral resolution by t = N/fr. The uncer-
tainty in SN as a function of averaging time can then be
readily determined:
σSN =
σS√
N
=
σS√
t · fr
(5)
where σSN is the standard deviation of the averaged spec-
trum for a collection of N measurements of S, each with
standard deviation σS . When system background noise
is much higher than the device noise (δε  δε1 ≈ δε2),
σS can be experimentally measured by averaging the ab-
solute value of S on a short circuited device:
σS = |δεδε1 cos(ϕ− ϕ1) + δεδε2 cos(ϕ− ϕ2) + ...
...+ δε1δε2 cos(ϕ− ϕ2)|
≈ |δε1δε2 cos(ϕ− ϕ2)| = |SShort|
(6)
IV. SYSTEM SCHEMATIC
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FIG. 1. Schematics of the building blocks of the cross-
spectrum analyzer. (DUT = Device under test, BPF = Band-
pass filter, AMP = amplifier, DAQ = Data Acquisition Card,
AA = Anti-alias, FFT = Fast Fourier transform, Conj. =
Complex Conjugate.)
The schematic diagram of our analyzer is illustrated in
Fig. 1. The noise signal (voltage versus time) from the
device under test is sampled through two independent
3pairs of contacts simultaneously. Each signal is then fed
through the internal band-pass filter of two independent
low-noise preamplifiers for dc blocking and anti-aliasing
purposes. We have used both EG&G 113 and Signal
Recovery 511316 preamplifiers, and found the results to
be essentially identical. The comparison was made for
the primary reason that the EG&G preamplifiers are no
longer readily available, and we have found the Signal
Recovery preamplifiers to be a straightforward “drop in”
replacement. The critical factors in preamplifier selec-
tion we have found, other than having the lowest possible
noise floor, are: (1) ability to run on battery power, for
at least 12 hours, (2) ability to turn off the digital display
(to increase battery life and avoid picking up extraneous
signals from the display), (3) internal band-pass filtering,
and (4) adjustable gain. Of these factors, the first two
appear to be the most crucial.
The subsequently amplified signals are sampled by a
National Instruments 6154 16-bit channel-to-channel iso-
lated data acquisition card (DAQ)17, running on contin-
uous mode with sampling rate of fs = 250 kHz. In this
case, the channel-to-channel isolation and simultaneous
sampling capabilities were the primary selection crite-
ria, along with a sufficiently high sampling rate to allow
measurements to ∼ 100 kHz. Given the resolution of 16
bits and an input range of 1 V, this implies a minimum
voltage increment due to analog-to-digital quantization
of ∼ 15µV without any averaging. Given a preamplifier
gain of 103 (for example; typically gains of 103 or 104 are
used), the minimum measurable voltage with one chan-
nel is then of order vmin∼15 nV. For thermal (Johnson-
Nyquist) noise, for a given measurement bandwidth ∆f
the rms noise voltage is given by vn =
√
4kBTR∆f ,
where kB is Boltzmann’s constant and R is the resis-
tance. A minimum measurable noise voltage of vmin thus
implies a minimum measurable resistance with a single-
channel measurement. Over a 100 kHz bandwidth, this
gives Rmin∼ 0.1 Ω. This is approximately four orders of
magnitude below the observed single-channel noise floor
in our system, indicating that discretization effects are
not playing a significant role in our system.
A custom-developed Labview program buffers the ac-
quired waveforms for a certain duration td to obtained
the desired spectral solution (fr = 1/td), applies an anti-
alias filter if highest frequency of interest is lower than
half the sampling frequency fs/2, computes power spec-
tral density, and then averages measured cross-spectra
over time to improve sensitivity. The entire measurement
process is automated, including the ability to run multi-
ple measurements back-to-back for pre-defined sampling
times. This program uses a producer/consumer design
pattern18 to realize real-time sampling, i.e. the spectrum
is calculated at the same time when the waveforms are
being sampled, so there is no delay time between each
measurement for signal processing (Fig. 2). Thanks to
this software implementation, no extra hardware compo-
nent is needed beyond the relatively standard amplifiers
and DAQ, thus reducing the cost of the system. While
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FIG. 2. Block diagram of the signal processing program with
a producer/consumer design pattern.
the use of Labview does entail a significant cost, the pro-
gram could be readily implemented on a number of other
platforms (e.g., Matlab). The choice of Labview was mo-
tivated primarily by the fact it was already available, it
is relatively easy to use, and many students are already
familiar with it. This reflects the overall design philoso-
phy: the system can be built using hardware and software
which are either already available, or readily repurposed
for other experiments if need be.
V. NOISE FLOOR
The measured σS for our system, whose general char-
acteristic (smooth fit) is illustrated by the “1ch” curve in
Fig.3, has a relatively complicated frequency dependence,
because it combines noises from various sources in our
system. Having σS , the time and averaging number de-
pendence of the system sensitivity can be calculated from
Eq. 5. Figure 3 shows the measured power spectral den-
sity (PSD), SN , on a shorted device for various averaging
times. Compared with system background noise, the sen-
sitivity of the analyzer is improved by a hundred times by
averaging the spectrum for one day (∼10k averages), and
by more than 10 times after averaging only 15 min. We
note here that peaks in the noise spectra are still often
observed at the line frequency of 60 Hz and its multiples
due to external influences. While these peaks can be min-
imized and often eliminated by improved shielding and
increased physical isolation of the experimental setup, for
the purposes of analysis we have removed data in nar-
row windows (∼±5 Hz) around 60 Hz and its multiples.
Typically these peaks are no larger than 10−14 V2/Hz at
60 Hz, reduced by about two orders of magnitude at 120
and 180 Hz, and may often be below the noise floor of the
measurement. This brings to light the important task of
4shielding the measurement device and electronics from
external sources of noise to the greatest degree possible,
which we describe in Appendix A.
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FIG. 3. Measured (dots) cross-spectra PSD for a short circuit
and calculated (lines) time dependence of sensitivity threshold
for 0.1 Hz spectral resolution. Insert: sensitivity threshold at
1 kHz as a function of number of averages, which fits to Eqn. 5
remarkably well.
The power spectral density at 1 kHz as a function of
number of averages is plotted in the insert of Fig. 3,
which fits the function S = v2/Nγ very well, with
v = 5.99(±0.05)nV/√Hz and γ = 0.49(±0.015). The
measured v is approximately the same as the rated back-
ground noise of our EG&G 113 preamplifiers at 1 kHz,
and γ ∼ 0.5 indicates the uncorrelated fluctuations fol-
low normal distribution. In order to confirm that a more
readily-available preamplifier may be used, we directly
compared our EG&G 113 preamplifiers with a Signal Re-
covery 5113 preamplifier. Figure 4 shows the measured
cross-spectra for a short circuit for 1 hour of measure-
ment time for both amplifiers, with and without the use
of the preamplifiers’ high-pass RC filters (set at 0.03 Hz
for each amplifier, see Table I). The results from the two
amplifiers are essentially indistinguishable. For the re-
mainder of the paper, we report results obtained using
the EG&G 113 preamplifiers.
This result confirms that the residual correlation be-
tween the two channels is negligible, on the order of
10−19 V2rms/Hz after one day averaging time, verifying
our assumption that the device noise and external noises
in the two channels are mutually orthogonal. Another
primary consideration is shielding the measurement de-
vice and electronics from external sources of noise to the
greatest degree possible, we describe the physical layout
of our system in Appendix A.
The maximum measurable frequency is set by the sam-
pling rate through the Shannon-Nyquist theorem, while
the minimum measurable frequency (frequency resolu-
tion of the measurements) can be set by buffering time
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FIG. 4. Cross-spectra for a short circuit measured for 1 hour
with the EG&G 113 and Signal Recovery 5113 preamplifiers,
with and without a high-pass RC filter set at 0.03 Hz.
adjustments. Combined with sampling and buffering
considerations are the effects of the high- and low-pass fil-
ters in the preamplifiers themselves. These filters should
be set to frequencies well outside the frequency range of
interest if possible, their influence on the measured spec-
tra is discussed in more detail in the following section.
The high-pass filter is necessary in any event to elimi-
nate any dc bias from reaching the preamplifiers.
As described in Sect. III, the frequency resolution of
the spectrum (i.e., the lower frequency limit) can be set
by adjusting the buffering times. Therefore, lower fre-
quency measurements require longer buffering, and thus
substantially longer averaging times in order to reduce
the uncertainty in the spectrum for reliable measure-
ments. Practically speaking, if it is determined that
the experimental spectrum has reached the noise floor
of the system at a particular minimum frequency, the
buffering time can be adjusted to match that minimum
frequency and the measurement time can be optimized
accordingly. By software adjustment, the reliable fre-
quency range can be set by adjusting the buffering time
for lower frequency limit and adjusting the sampling rate
for the upper frequency limit (and both for measurement
time optimizations). For instance, frequency resolution
of 1 mHz is possible by buffering time of 1000 s, while
by setting the sampling rate to 2500 Hz, reliable spec-
tra can be acquired up to ∼1000 Hz, suitable for devices
with impedance above 10 kΩ with 100 min total measure-
ment time. Figure 5 shows low frequency PSD of a 1 MΩ
metal-film resistor, while applying 1µA DC current as
a probe of the 1/f noise (see Sect. VII), with different
buffer times and sampling rates adjusted for averaging
time optimizations. It can be seen that PSD for all three
buffer times and sampling rates are consistent.
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FIG. 5. Cross-spectra for a 1 MΩ metal film resistor with a
bias current of 1µA measured for different buffer times.
VI. THERMAL NOISE
The noise voltage measured on an ideal resistor is the
Johnson-Nyquist noise, related to the thermal agitation
of the carriers in a conductor. For an ideal resistive de-
vice of resistance R at temperature T , for frequencies
well below ∼ kBT/h the power spectral density is given
by PSD = 4kBTR where h is Planck’s constant, kB is
Boltzmann’s constant, and T the absolute temperature
of the device. The PSD is independent of frequency, so-
called “white noise”, and proportional to the resistance
of the device. To confirm our analysis for sensitivity, we
measured the thermal noise power spectra at room tem-
perature on carbon film resistors of various resistances R
for one hour averaging time(Fig. 6) at room temperature
T ≈295 K.
The measured white noise levels are very close to the
expected values for thermal noise at room temperature,
within the tolerance of the resistors, until the curves meet
the measured sensitivity limit marked by the dashed line.
The high frequency roll-off in the spectra is due two ef-
fects. First, the low-pass filter in the preamplifiers may
roll off the spectrum at higher frequencies. Typically the
filter is set at a sufficiently high frequency that this is
outside the region of interest (typically, approximately 1
decade above the maximum frequency of interest). Sec-
ond, and more importantly, for higher resistance devices
an additional low pass filter is formed by the device resis-
tance and the small stray capacitance C between the test-
ing port and ground (approximately 10 pF; Fig. 9(a)). Ei-
ther contribution has the effect of shaping the measured
noise spectrum by a an RC filter response. Presuming the
preamplifier low pass filter is set to a cutoff frequency fc
outside the region of interest, we may consider only the
device and stray capacitance and this results in multi-
plying the spectrum by 1/(1 + (2pifRDC)
2), where RD
is the device resistance, and C is the stray capacitance:
δε′2 =
δε2
1 + (2pifRDC)
2 (7)
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FIG. 6. One hour averages of thermal noise power spectra of
various carbon composition resistors (dots) and the fits to the-
oretical values (4kBTR) when considering stray capacitance
effect (lines). The sensitivity threshold for one hour averaging
time and 0.1Hz spectral resolution is marked by the dash line.
In principle, one should also consider the contribution
from the high-pass filter in the preamplifiers, which would
serve to roll off the spectrum at lower frequencies. In
practice, the high-pass filter is set at least 1 decade be-
low the lowest frequency of interest, which is itself deter-
mined by the buffering time, sufficient to make the filter’s
contribution negligible. In figure 7 we show the effect of
different RC filter settings (see Table I for details on the
filter settings) on the measured spectra, and indeed so
long as the filter cutoff frequency fc is well below the
frequency of interest, the high-pass filter has a negligible
effect.
TABLE I. RC high-pass filter settings for the EG&G 113
preamplifiers
Setting R (MΩ) C (µF) fc (mHz)
RC1 1.50 3.30 32.2
RC2 1.50 10.0 10.6
RC3 15.9 3.30 3.03
RC4 15.9 10.0 1.00
The results above demonstrate that the power spectral
density indeed scales with resistance as expected, within
the limits of instrument sensitivity and the frequency lim-
its imposed by the preamplifiers and the device itself.
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FIG. 7. Cross-spectra for a short circuit measured for 60 min
with different high-pass RC filter settings (see Table I. So
long as the cutoff frequency fc is well below the frequency of
interest, the spectra are nominally identical).
According to Johson-Nyquist theorem, temperature can
also affect the noise level (Fig. 8). In order to study
the effect of temperature on the noise, specifically for
devices with temperature-dependent impedance, we de-
signed a sample holder with temperature control using
a resistive heater (a 50 W, 25 Ω chassis mount resistor)
and a diode temperature sensor (Lake Shore DT-600 se-
ries) which can set the temperature of the sample using
our software with relative accuracy of 0.1 K and stability
of 0.01 K. More information on the temperature control
is provided in Appendix B. Figure 8 shows the power
spectral density measured for 10 min for a 1 MΩ carbon
film resistor at various temperatures. We determined the
white noise contribution to the PSD by finding the av-
erage of the PSD over the lower frequency (< 100 Hz)
portion of the spectrum, where the roll-off from the low
pass filter is negligible. Though the temperature range is
limited (310−370 K), the PSD does scale approximately
linearly with temperature, as shown in the inset to Fig. 8.
In this case, the thermal noise is well above the sen-
sitivity limit of the instrument, and little averaging is
required. In addition, focusing only on the thermal noise
one does not need to measure to very low frequencies, a
1 Hz minimum frequency will suffice, meaning that the
buffering times may be reduced as well. Overall, the
effect is that suitable spectra may be obtained in only
10 min.
VII. NOISE COMPONENTS ANALYSIS
In addition to the Johnson-Nyquist frequency-
independent or “white” noise, excess low frequency noise
is typically observed when there is current in the device
under test. This noise typically follows a Sv∝1/f spec-
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FIG. 8. Power spectral density for a 1 MΩ resistor measured
for 10 min for various temperatures. Inset: magnitude of the
average power spectral density over the low frequency range
versus temperature. The PSD scales linearly with tempera-
ture, consistent with Johnson-Nyquit theorem, and the slope
is given by 4kBR.
trum, hence its name of “1/f noise, also known as flicker
noise.1,19,20, Unlike Johnson-Nyquist noise, this contri-
bution is frequency dependent and more apparent in the
low frequency regimes. Because of the presence and ubiq-
uity of this noise in many systems, either man-made or in
nature, a great deal of research has been done to search
for a universal explanation for the origin of this noise,
and as yet no common origin has been found.19 Another
baffling feature of this noise is its divergence at low fre-
quencies and the apparent absence of a low frequency
cut off. The most well-known form for parameterizing
1/f noise is Hooges phenomenological formula,
Sv =
V 2+β
NCfα
(8)
Where V is the voltage on the device under test, NC
the carrier concentration, and α and β are constants,
with α∼ 1 and β ∼ 0.1,19 While the origin of this noise
contribution is often mysterious, it may still serve as a
useful probe for microscopic studies of a system.6,7,9,20–22
In order to measure the 1/f noise of a device result-
ing from a dc current, it is a common design to bias
the device with a current source.23 Notably, the source
output impedance should be much higher than the de-
vice as discussed below. To obtain the best performance
for preamplifiers, the dc offset at testing port can be ei-
ther balanced by current compensation or by a passive
high-pass filter. In this design, we chose the latter for
convenience. A more effective way to cancel the dc off-
set is by employing a Wheatstone bridge14, however this
design requires identical or carefully patterned samples.
The equivalent circuit of this analyzer with a high
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FIG. 9. Equivalent circuit of (a) measurement setup with cur-
rent source constructed from the battery εB and series resistor
RS . The total noise has contributions from thermal noise and
resistance fluctuations. (b) Total thermal noise contribution
δεT arising from equivalent thermal noise generators δεS and
δεR in RS and RD. (c) The additional noise contribution δεR
arising from resistance fluctuations in RS and RD. t.p. =
testing port.
impedance, battery-driven current source is described in
Fig. 9(a). RD and RS are the device and source resis-
tances, respectively, εB is the battery voltage, and C the
stray capacitance present between the testing port and
ground. The voltage fluctuation (δε) at the testing port
can be seen as the superposition of thermal noise (δεT )
and noise arising from fluctuation of resistance (δεR). As-
suming δεT and δεR are orthogonal (δεT · δεR = 0), the
mean square of δε is the sum of δε2T and δε
2
R:
δε2 = δεT
2 + δεR
2 (9)
The thermal noise is a fluctuation-dissipation phe-
nomenon, whose power spectral density level only de-
pends on the equivalent resistance of the circuit.24 In our
case, as shown in Fig. 9(b), the resistance measured be-
tween the ground and the testing port of this circuit is
equal to the parallel resistance of device and the source
resistor (RP = RSRD/(RS + RD)), thus the apparent
thermal noise level δεT is:
δεT
2 = 4kBTRP (10)
If RSRD, RP≈RD, the thermal noise at testing port
will be close to that considered generated by the device.
Figure 9(c) shows the equivalent circuit to analysis
the noise arising from fluctuation of resistance. The
steady-state equilibrium voltage at the output terminal
is ε=εBRD/(RD+RS). We denote the resistance fluctu-
ations in RS and RD be δRS and δRD, respectively, and
assume that the battery voltage εB is constant (δεB=0).
Presuming the fluctuations in RS and RD to be indepen-
dent, the noise arising from resistance fluctuations is:
δεR
2 =
(
∂ε
∂RS
)2
δRS
2 +
(
∂ε
∂RD
)2
δRD
2
=
ε2B
(RS +RD)
2
[
R2D
(RS +RD)
2 δRS
2 + ...
...+
R2S
(RS +RD)
2 δRD
2
] (11)
It is more convenient to express the results in terms
of the relative resistance fluctuations xS ≡ δRS/RS and
xD ≡ δRD/RD. Noting also that the steady-state dc
current I through RS and RD is I=εB/(RS + RD) and
again RP =RSRD/(RS +RD), Eqn. 11 simplifies to
δεR
2 = I2R2P
(
xS2 + xD2
)
(12)
In a simplest scenario, it is assumed the instantaneous
resistance fluctuations are proportional to the resistance
itself, but remain functions of frequency (δR/R = x(f)),
and the function x then characterizes the frequency de-
pendence of instantaneous resistance fluctuation ratio
(δR/R).
This reproduces a well-known experimental result,
namely that the mean square of voltage fluctuation
caused by resistance fluctuation revealed by passing cur-
rent (δε2R) is proportional to I
2 and R2.1 However, it
should be stressed that as far as this equation holds, xD
can be measured only when it is much greater than xS
or when xS is already known. Substituting Eqn. 10 and
12 into Eqn. 9, and including the effect of the stray ca-
pacitance C simply multiplies the entire response by the
effective low-pass filter response (Eqn. 7), the total noise
at testing port is given by:
δε2 =
4kBTRP + I
2R2P (xD
2 + xS2)
1 + (2pifRPC)
2 (13)
In an attempt to get an understanding of xS2, cross-
spectrum is measured when RD is substituted by a re-
sistor identical to RS . In this arrangement, the mean
square value of resistance fluctuation ratio of both re-
sistors should be the same, however, their instantaneous
fluctuations are still independent of each other. It is easy
to deduce from Eqn. 13 that if RD is the same as RS ,
and further assuming xS2 has a current-independent 1/f
characteristic (xS2 = kSf
−α), the noise voltage signal at
testing port is:
δε2 =
4kBTRS + I
2R2SkSf
−α
2 + (
√
2pifRSC)
2 (14)
Figure 10 shows measured noise spectra when both
of RD and RS are identical 1 MΩ metal film resistors
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FIG. 10. Measured noise spectra when RD is identical to
RS(1 MΩ metal film resistor) at different applied current set-
tings. Insert: Extracted frequency dependence of resistance
fluctuation ratio of source resistor from Eqn. 14.
(Vishay RNC5525) for three different dc current levels.
The data showed an excellent fit to Eqn. 14 with ks =
9.42(±0.01)×10−15 and α= 1.49(±0.04). The resistance
fluctuation of this kind of resistors is verified to be very
low (about 0.04 ppm at 1Hz), assuring they are ideal for
low level noise testing purposes. The extracted xS2 of
different current settings (Inset of Fig. 10) are basically
consistent, proving the assumptions we made about xS2
are reasonable.
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FIG. 11. Measured noise spectra of a (1 MΩ carbon film
resistor) at different applied current settings. Insert: Ex-
tracted frequency dependence of resistance fluctuation ratio
from Eqn. 13.
In comparison with carbon film resistors used in the
current source, we also measured noise spectra of a stan-
dard 5$, 1 MΩ carbon film resistors for various dc cur-
rent levels (Fig. 11). Despite that they have the same
rated resistances, the extracted ks for this resistor is
2.41(±0.09) × 10−13, more than 250 times higher than
the Vishay RNC55. The exponential component is found
to be slightly lower, and closer to the usual “1/f” value,
viz. α=0.97(±0.01)).
VIII. CONCLUSION
We report on the design and implementation of a
simple, flexible, and highly sensitive cross-spectrum an-
alyzer. The time dependence of sensitivity limit for
this system is carefully characterized to perform reli-
able measurements for low frequency noise spectra. Due
to the frequency-dependent characteristic of the back-
ground noise, it is of critical important to rule out this
contribution from the measured spectra. A systematic
routine for noise components analysis is provided and
the noise spectra of current source and carbon resistors
are examined with this method and a 1/f resistivity fluc-
tuation with exponential components ∼1 are identified.
Appendix A: Measurement environment, shielding, and
grounding
Canceling the spurious environmental noise, through
shielding and grounding is an important step in noise
measurement of devices. As shown in Fig.12, our noise
spectrum analyzer is shielded within two conducting
boxes to shield the whole instrument from surrounding
electromagnetic interference. The first outer box is a fer-
rous steel, which serves to eliminate electric field effects
and minimize magnetic induction effects. The second
inner boxes (one for the sample, and a second for the
preamplifiers and DAQ) are aluminum, and serve to fur-
ther decouple the sample and amplifiers from the outside
as well as minimizing crosstalk between them. The device
under the test is further shielded by a third laminated
box, with outer ferrous steel and inner copper shields, to
further minimize the environmental effects on the mea-
surements. In order to avoid power-line voltage fluctu-
ations coming from the power outlets or 60 Hz multipli-
ers induced by electromagnetic waves from the current
passing through the power cables, all the components in
our analyzer are disconnected from the power outlet and
powered by batteries, with sufficient capacity to perform
measurements of up to 24 hours. Remaining components
requiring an ac power connection (e.g., computer, heater
power supply) are powered through an isolation trans-
former which is itself heavily shielded from the box con-
taining the analyzer itself. All the components are prop-
erly grounded to avoid the buildup of the excess charge
and minimize ground loop noise, and maximum consid-
eration is implemented for reducing the environmental
noise as much as possible. Proper choice of location for
9the experiment is another factor affecting the measure-
ments, i.e. it should be far from any significant source of
electromagnetic radiation that could affect the measure-
ment results substantially.
Shield-1 Shield-2 
Shield-3 
Sample Holder 
FIG. 12. Shielding the instrument and the device under the
test from environmental electromagnetic interference. Two
layers of shielding, shield 1 and 2 contain the all components
of the analyzer, and the third layer of shielding around the
sample holder further minimizes external influences.
Appendix B: Sample temperature control
Our temperature control system is relatively straight-
forward, the primary considerations being (1) high sta-
bility of temperature once a set point has been reached
(<0.01 K) to avoid introducing spurious thermal effects,
and (2) high relative accuracy of the temperature set
points (<0.1 K). Components of our temperature-control
system include: a heating unit made of a resistive heater
element (a 50 W, 25 Ω chassis mount resistor) along with
a DC power supply (HP-6654A) as the power source; a
diode temperature sensor (Lakeshore DT-600 series) with
high sensitivity of 0.01 K; and a customized PID tem-
perature control loop written in LabView to adjust the
sample temperature with relative accuracy of ±0.1 K for
temperature changes in the range of 300−400 K.
Using our temperature control LabView VI, heating
and cooling of the samples is possible through different
approaches, such as “Fast settle” and “No-overshoot.”
These approaches can be selected depending on sensi-
tivity of the device under the test to temperature over-
shoot, or out of necessity to limit the settling time. These
requirements were achieved through the addition of a
heater model to the PID algorithm. The heater model
was created by recording the steady state output of our
power supply as a function of the set point temperature.
This model is used to bias the power output to the ex-
pected value for a given temperature. Overshoot is fur-
ther limited by controlling the maximum power adjust-
ment to our heater model by the PID controller, gener-
ally set to ±10 % for minimal overshoot. This value can
be increased to enhance settling speed for samples where
overshoot is not an important consideration. Figure 13
shows a schematic of the temperature control procedure.
FIG. 13. Schematic of the temperature control procedure.
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